First Results from the High-Brightness X-Ray Spectroscopy Beamline 9.3.1 at ALS by Ng, W. et al.
Environmental Studies Faculty Publications Harry Reid Center for Environmental Studies
9-1996
First Results from the High-Brightness X-Ray
Spectroscopy Beamline 9.3.1 at ALS
W. Ng




Lawrence Berkeley National Laboratory, rcperera@euvl.com
D. Hansen
University of Nevada, Las Vegas
J. Daniels
Lawrence Berkeley National Laboratory
See next page for additional authors
Follow this and additional works at: http://digitalscholarship.unlv.edu/hrc_fac_articles
Part of the Atomic, Molecular and Optical Physics Commons, and the Physical Chemistry
Commons
This Article is brought to you for free and open access by the Harry Reid Center for Environmental Studies at Digital Scholarship@UNLV. It has been
accepted for inclusion in Environmental Studies Faculty Publications by an authorized administrator of Digital Scholarship@UNLV. For more
information, please contact digitalscholarship@unlv.edu.
Citation Information
Ng, W., Jones, G., Perera, R. C., Hansen, D., Daniels, J., Hemmers, O., Glans, P., Whitfield, S. B., Wang, H., Lindle, D. W. (1996). First
Results from the High-Brightness X-Ray Spectroscopy Beamline 9.3.1 at ALS. Review of Scientific Instruments, 67(9), 3374.
http://digitalscholarship.unlv.edu/hrc_fac_articles/46
Authors
W. Ng, G. Jones, Rupert C. Perera, D. Hansen, J. Daniels, Oliver Hemmers, P. Glans, S. B. Whitfield, H. Wang,
and Dennis W. Lindle
This article is available at Digital Scholarship@UNLV: http://digitalscholarship.unlv.edu/hrc_fac_articles/46
First results from the high brightness xray spectroscopy beamline 9.3.1 at
ALS
W. Ng, G. Jones, R. C. C. Perera, D. Hansen, J. Daniels et al. 
 
Citation: Rev. Sci. Instrum. 67, 3374 (1996); doi: 10.1063/1.1147482 
View online: http://dx.doi.org/10.1063/1.1147482 
View Table of Contents: http://rsi.aip.org/resource/1/RSINAK/v67/i9 
Published by the American Institute of Physics. 
 
Related Articles
A cryogenic circulating advective multi-pass absorption cell 
Rev. Sci. Instrum. 83, 035104 (2012) 
High-performance soft x-ray spectromicroscopy beamline at SSRF 
Rev. Sci. Instrum. 81, 103502 (2010) 
A simple external resistance heating diamond anvil cell and its application for synchrotron radiation x-ray
diffraction 
Rev. Sci. Instrum. 81, 053903 (2010) 
SAMRAI: A novel variably polarized angle-resolved photoemission beamline in the VUV region at UVSOR-II 
Rev. Sci. Instrum. 81, 053104 (2010) 
Calculations of synchrotron radiation emission in the transverse coherent limit 
Rev. Sci. Instrum. 80, 106103 (2009) 
 
Additional information on Rev. Sci. Instrum.
Journal Homepage: http://rsi.aip.org 
Journal Information: http://rsi.aip.org/about/about_the_journal 
Top downloads: http://rsi.aip.org/features/most_downloaded 
Information for Authors: http://rsi.aip.org/authors 
Downloaded 21 Mar 2012 to 131.216.164.152. Redistribution subject to AIP license or copyright; see http://rsi.aip.org/about/rights_and_permissions
Rev. Sci. Instrum. 67 (9), September 1996 © 1996 American Institute of Physics 1
First results from the high-brightness x-ray spectroscopy beamline
9.3.1 at ALS
W. Ng,+ G. Jones, + and R. C. C. Perera, + D. Hansen, ‡ J. Daniels, ‡ O. Hemmers, ‡
P. Glans, ‡ S. Whitfield, ‡ H. Wang, ‡ and D. W. Lindle ‡
+Advanced Light Source, Lawrence Berkeley National Laboratory. Berkeley, CA 94720
‡Department of Chemistry, University of Nevada, Las Vegas, Las Vegas, NV 89154-4003
(Presented on 20 October 1995)
Beamline 9.3.1 at the Advanced Light Source (ALS) is a windowless beamline covering the 1-6 keV
photon-energy range.  This beamline is designed to achieve the goal of high brightness at the sample
for use in the x-ray atomic and molecular spectroscopy (XAMS) science, surface and interface science,
biology and x-ray optical development programs at ALS. X-ray absorption and time-of-flight
photoemission measurements in 2-5 keV photon energy along with the flux, resolution, spot size,
and stability of the beamline will be discussed.  Prospects for future XAMS measurements will also
be presented.  © 1996 American Institute of Physics.
I.  INTRODUCTION
Third-generation synchrotron-radiation sources like the
Advanced Light Source (ALS) in Lawrence Berkeley National
Laboratory provides a unique opportunity for advancements
in x-ray spectroscopy of atoms, molecules, and solids because
of the high brightness available.1  Beamline 9.3.1 at the ALS
is a windowless beamline covering the 1-6 keV photon-
energy range. The beamline is designed to achieve the goals
of high flux and preservation of the high brightness from
ALS. The brightness will be an order-of-magnitude higher
than presently available in this energy range.  The anticipated
beam size is about 0.4 mm in diameter, and the estimated
flux at the focus is expected to be 1011 ph/s in 0.5 eV
bandpass.  The beamline was commissioned in the spring of
1995, with a prototype M1 mirror but without the M2
mirror.  We will discuss the initial operation of the beamline
in this configuration.
II.  BEAMLINE AND MONOCHROMATOR DESIGN
The first mirror (M1) in beamline (BL) 9.3.1 at the ALS is
located 11.75 m from the source; it collimates the beam
vertically and horizontally from bend magnet 9.3. The second
mirror (M2), located 15.50 m from the source, focuses the
beam vertically and horizontally onto the sample at 27.25 m
from the source.  The two-crystal monochromator is located
13.63 m from the source. This configuration allows for high
resolution and high brightness by passing a collimated beam
through the monochromator and by focusing the ALS source
on the sample with unit magnification. The maximum
horizontal acceptance of BL 9.3.1 is 8 mrads, but smaller
horizontal acceptance of bend magnet radiation can be used to
minimize the dominant mirror (spherical) aberrations. The
sagittal and tangential radii of both toroidal mirrors (M1 and
M2) are the same. The sagittal (minor) radius is 0.2585 m,
and the tangential (major) radius is adjustable from 1000 m
to ¥  (flat) in increments of 1% by elastically bending the
mirror. The nominal tangential radius of the mirror is
2136 m when the mirror is positioned such that the glancing
incidence angle for the principle ray is 11 mrads. A detail
study of the optical design of this beamline is presented
elsewhere.2,3  Both M1 and M2 are mounted rigidly to the
vacuum tank.  The mirror and the vacuum tank are mounted
on a motorized six-strut HEXAPOD system.4  Each strut in
the system uses a stepping motor in conjunction with a linear
scale closed-loop feedback system.  All six struts are
controlled by a window-based software system.  A very
attractive aspect of the HEXAPOD system is its ability to
define the origin of its coordinate system anywhere within its
range of travel.  In our case, the origin was defined to be the
center of the mirror surface.  The designed range of travel,
rotation, and resolution of the M1 and M2 mirror chambers
mounted on the HEXAPOD system are shown in Table I.  
TABLE I.  Range and resolution of the M1 and M2 mirror
chambers in the X, Y, Z direction, as well as rotation about these
axes.
Range Resolution
X 10 mm 10 mm
Y 20 mm 0.1 mm
Z 20 mm 5 mm
rX 8° 1 mrad
rY 1° 0.01°
rZ 1° 0.005°
The design of our double-crystal monochromator5 is based
on the original “Cowan type” monochromator,6,7 but several
significant enhancements have been introduced.  The primary
change is the removal of all bearings from the mechanism,
particularly the crossed roller bearings used in the original
design.  Movement of the crystal mounts along the
boomerang arms, as well as all other linear motions, use
dovetail slides made of aluminum/bronze sliding on bases
made of 304 stainless steel, with both surfaces treated
chemically with a vacuum-compatible lubricant.  This com-
bination of materials is known not to seize even in ultrahigh
vacuum (UHV), and the hardness of the materials permits
high-precision repetitive motion.  Other design modifications
include a significant reduction in the number of parts and
use of more robust components.  Reduction in the number
This article should be cited as Rev. Sci. Instrum. 67, 3374 (1996).
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of parts was accomplished by eliminating the crossed roller
bearings, by eliminating unneeded adjustments in the
mechanism, and by consolidating multiple pieces into
integrally machined components wherever possible.
Robustness was achieved simply by making many parts
heavier or larger or using ribs for added strength in some
larger components.  Ease of alignment also has been enhanced
by liberal use of fiducial marks throughout the mechanism,
its support base, and the monochromator vacuum chamber.
Photon energy scanning is accomplished from outside
vacuum by a single linear feed-through coupled to a stepping
motor operating in a micro-stepping mode, with 15 cm of
total movement.  The angle of the first crystal is monitored
by a high-vacuum-compatible tilt sensor.8  The resolution of
the sensor is 2 mrad with a total range of 70°.  The response
time of the tilt sensors is in the minute range, which is not
suitable for closed-loop operation, but they are very useful as
an absolute reference.  The monochromator is controlled by a
Labview-based data acquisition program.  The alignment of
the second crystal can be adjusted in situ in both q and c .
The motions are actuated by two vacuum compatible pico-
motors,9 which have a range of 1.3 cm and a resolution of
30 nm.  A closed-loop feedback system designed to keep the
final focus to within a fraction of the beam size will be
installed.  The system uses a 4-sector photodiode and a
system of differential and summing amplifiers to feed back
into the pico-motor. The monochromator operates at a base
vacuum of 2 ·  10-9 Torr.  The vacuum in the M1 and M2
chambers is maintained in 2 ·  10-10 Torr with the
implementation of a thin carbon foil vacuum barrier between
the monochromator tank and the M1 and M2 mirror tank,
which allows a fast turn-around time for crystal set change.
III.  EXPERIMENTAL AND INITIAL RESULTS
The mechanical components of beamline 9.3.1 were
commissioned in the spring of 1995.  A prototype M1 mirror
with a fixed radius was installed in April 1995.  The M2
mirror was not installed, and it is expected to be deliver in
the winter of 1995. The experiments reported here were
performed with the beamline in this unusual configuration.
The SR source is collimated by the M1 mirror and
monochromatized by the monochromator.  The exit beam is
collimated, and it is about 3 cm ·  1 cm.  This unfocused
beam needs to be aperture down to be usable for most
experiments, therefore the flux delivered to a small sample
area is greatly reduced.  The first set of experiments was done
with a gas absorption cell in order to check the energy
calibration and resolution of the monochromator.  The ion
current of the sample gas is collected by a two-plate gas cell.
Fig. 1 shows an absorption spectrum for the Ar K edge
(5 Torr).  This spectrum is not normalized and the feedback
loop was not used.  These data demonstrate the resolution
and stability of the monochromator mechanism.  Fig. 2 is an
absorption spectrum of the Cl K edge of 4 Torr of CF3Cl.  
FIG. 1.  The Ar K absorption spectrum was acquired with 5 Torr
of Ar. The data were not normalized, and the feedback system was
not used.
FIG. 2.  Absorption spectrum of the Cl K edge of 4 Torr of CF3Cl.
This result agrees very well with previously published
data,10 and the estimated energy resolution in this spectrum
is 250 meV.  Fig. 3 is the S K absorption spectra SF6
(5 Torr).  The scale for the upper spectrum has been increased
8.5 times to show the smaller structures that were not visible
in the lower spectrum.  These data are also consistent with
published results with lower energy resolution.11  The first
time of flight (TOF) experiment on BL 9.3.1 was obtained
during ALS two-bunch operation in August 1995.  Since the
exit beam of 9.3.1 is not in focus at this time, the beam was
apertured to 1 mm ·  1 mm for this experiment.  The flux
delivered to the gas jet is only a fraction of the expected flux
in a focused beam.  Even in this configuration we were able
to obtained TOF spectra with reasonable count rate.  Fig. 4
shows a spectrum taken at a photon energy above the argon
K-shell threshold (3205 eV). The data were collected using a
space-focused ion time-of-flight mass spectrometer. Because of
the double-bunch mode of operation, two spectra are shown
in Fig. 4, indicated by labels above or below the baseline,
respectively. The time axis is scaled to give the correct flight
time for the peaks, with labels below the spectrum.  All of
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FIG. 3.  Sulfur K absorption spectra acquired with 5 Torr of SF6.
The scale for the upper spectrum has been increased 8.5 times to
show the smaller structures that were not visible in the lower
spectrum.
FIG. 4.  This figure shows a time of flight spectrum taken at a
photon energy above the argon K-shell threshold (3205 eV).
The data were collected using a space-focused ion time-of-flight
mass spectrometer.  Because of the double-bunch mode of
operation, two spectra are shown in Fig. 4, indicated by labels
above or below the baseline, respectively.
the peaks in the second spectrum (labels above the spectrum)
are shifted by 328 ns, the time separation between the two
ALS bunches. The maximum time resolution for the
experiment can be determined from the width of the prompt
peaks resulting from light scattered from the sample onto the
detector. These peaks, which actually have a flight time near
zero, have a full width at half maximum (FWHM) of only
200 ps. The most intense peak in the spectrum, Ar+4, shows
a FWHM of 840 ps, while Ar+7, which is the most
efficiently space-focused peak, shows a FWHM of 600 ps.
The high degree of time resolution observed is a result of the
excellent timing characteristics of the ALS, proper handling
of the timing signal in the ion-TOF analyzer and associated
electronics, and the optimization of the analyzer space-
focusing parameters.
IV.  SUMMARY
We have reported on the commissioning of beamline 9.3.1
at the ALS.  This beamline is a windowless beamline at
ALS, covering the 1-6 keV photon energy range.  The
beamline is designed to achieve the goals of high flux and
preservation of the high brightness from ALS.  To achieve
these goals, two technical improvements, relative to x-ray
beamlines, were adopted:  a somewhat novel optical design
for x-rays, in which matched toroidal mirrors are positioned
before and after the double-crystal monochromator and a new
“Cowan type” double-crystal monochromator.  The beamline
was commissioned in the spring of 1995, with a prototype
M1 mirror with a fixed radius, but the M2 mirror was not
installed, which substantially lowered the flux delivered to a
small sample area.  We discussed the initial operation of the
beamline in this configuration.  We presented absorption
spectrum of Cl, S, and Ar for monochromator calibration and
first TOF data from the beamline.  The initial data demon-
strated the resolution and stability of the beamline and
provide an indication of the expected performance when the
M2 mirror is installed.
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